Development of dento-maxillofacial cone beam X-ray computed tomography system.
We have developed a cone beam X-ray computed tomography (CT) system to make more accurate three-dimensional (3-D) images for diagnosis of dento-maxillofacial region. The developed system has sufficient spatial resolution, resolution of 3-D images and image distortion for diagnosis of dentomaxillofacial region.